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ABSTRACT 
Heart rate monitoring is widely used in clinical care, fitness 
training, and stress management. However, tracking 
individuals' heart rates faces two major challenges, namely 
equipment availability and user motivation. In this paper, 
we present a novel technique, LivePulse Games (LPG), to 
measure users’ heart rates in real time by having them play 
games on unmodified mobile phones. With LPG, the heart 
rate is calculated by detecting changes in transparency of 
users’ fingertips via the built-in camera of a mobile device. 
More importantly, LPG integrate users’ camera lens 
covering actions as an essential control mechanism in game 
play, and detect heart rates implicitly from intermittent lens 
covering actions. We explore the design space and trade-
offs of LPG through three rounds of iterative design. In a 
12-subject user study, we found that LPG are fun to play 
and can measure heart rates accurately. We also report the 
insights for balancing measurement speed, accuracy, and 
entertainment value in LPG.  

Author Keywords 
Heart rate, mobile phone, multi-modal interface, game 
design, serious game, ECG, quantified self. 

ACM Classification Keywords 
H5.2. Information interfaces and presentation (e.g., HCI): 
User Interfaces.  

General Terms 
Design, Experimentation, Human Factors. 

INTRODUCTION 
Heart rate is one important vital sign in health care [6, 29]. 
For healthy people, resting heart rate (RHR) is also an 
essential physiological marker of physical fitness [7, 30, 
38], and expected life span [13]. Heart rate has been used in 
fitness training [19, 20] and competitive sports for 
managing work-out intensity and balancing physical 
exertion. Both continual readings of heart rates [5, 15, 37, 
33] and heart rate variability, a.k.a. HRV [27, 29, 32, 33], 

can predict a user’s physiological state, including cognitive 
workload and mental stress levels, in contexts such as 
computer user interfaces [29, 33], traffic control [29], 
longitudinal monitoring of emotion and food intake [5], and 
intelligent tutoring [15]. Therefore, the efficient 
measurement of heart rate can be of great significance 
across scenarios involving physical health, mental activities 
or a combination of both. 

Unfortunately, most heart rate measurement methods are 
either time-consuming 1 , or require special measurement 
equipment [25] that may not be available to a wide 
audience. For example, manual pulse counting with fingers 
may be tedious, and inaccurate. More precise methods 
include the Electrocardiograph (ECG) [22, 25] and pulse 
oximeters [25, 35]. These dedicated heart rate monitoring 
devices share at least three disadvantages. First, the costs of 
these devices could prevent wide adoption in everyday life. 
Second, it is not convenient to carry and use the devices “on 
the go”. Last but not least, existing methods provide little 
immediate benefits or intrinsic motivation to users and thus 
may be tedious to track heart rate in a longitudinal setting.   

 
Figure 1. Real-time heart rate measurement via LivePulse 

Games (left: City Defender, right: Gold Miner).  

To overcome the limitations of existing techniques, we 
have developed LivePulse Games (LPG, figure 1) to 
measure users’ heart rates in real time by having them play 
serious games on unmodified mobile phones. LPG calculate 
heart rates by detecting the transparency change of 
fingertips via the built-in camera (i.e. commodity camera 

                                                           
1 In both the preparation phase and the actual measurement stage.  
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based photoplethysmography (PPG) [2, 4, 12, 26]). More 
importantly, LPG integrate users’ camera lens covering 
actions as essential parts of the game so as to detect heart 
rate implicitly during game play. LPG combine unique 
designs in both algorithms and game play to achieve 
accurate and robust heart rate extraction through 
intermittent finger lens covering actions. With the 
increasing popularization of smartphones, LPG have the 
potential to measure heart rate longitudinally in a natural 
and enjoyable way.  

Different from biofeedback games [21, 23, 31] that use 
heart rates to augment game play, LPG is a game based 
approach for heart rate measurement. To avoid 
confounders, we intentionally choose not to use heart rates 
collected from LPG to change game states at this stage. 

This paper offers four important contributions: 

• Expanding the design space of camera based heart rate 
monitoring from continual, explicit signals to 
intermittent and implicit signals; 

• A robust and accurate algorithm with fast bootstrap 
time that can detect heart rate from noisy and 
intermittent signals in real time on mobile devices; 

• A set of insights and trade-offs learned from designing 
engaging LivePulse Games that integrate lens covering 
actions as an essential control mechanism; 

• A 12-subject user study that validates the reported 
approaches and clarifies the feasibility, usability, and 
design insights involved. 

In the following sections, we first explain in detail the 
algorithm for detecting human heart rate through 
intermittent camera lens covering actions; next, we discuss 
the trade-offs in game design when balancing detection 
accuracy, detection speed, and game intensity; after that, we 
share the insights and lessons learned from three rounds of 
iterative design. Finally, we report the results of a 12-
subject user study, including the accuracy of LPG and the 
impact of game intensity on the speed and accuracy of heart 
rate measurement.   

RELATED WORK 

Heart Rate Detection Techniques  
The most widely adopted approaches for detecting heart 
rate are based on Electrocardiography (ECG or EKG, 
usually in the form factor of chest band, wrist band, or 
watch) and pulse oximetry (i.e. blood oxygen saturation or 
blood oxygenation). Researchers have created highly 
portable, low power, wireless mobile ECG [22] and blood 
oxygen saturation measurement devices [35] in the past. A 
state-of-the-art device, the Berkeley Tricorder [22] by 
Naima and Canny, is capable of measuring a subject's ECG, 
EMG, respiration, and motion via a 2 by 2 inch Bluetooth 
device. Despite the steady drop on manufacturing costs [25] 
for such devices, they are still not readily available for most 

users in an everyday setting. For example, Depending on 
the brand, form factor, and communication interface 
supported, a heart rate monitoring watch (e.g. Omron HR-
100CN, MIO Alpha, Basis, or Apple Watch) costs from 
US$30 to US$350 as of September 2014. Low cost devices 
like Omron HR-100CN usually do not have digital 
interfaces for sending data to computers. 

LivePulse Games rely on photoplethysmography (PPG) 
[36] to detect heart rates. Although the fundamental 
mechanism of PPG through commodity built-in cameras on 
mobile phones has been explored by both commercial 
applications (e.g. Instant Heart Rate [12], Cardiograph [4]) 
and researchers [2, 26] in the past, all existing methods 
require users to cover and hold the mobile phone camera 
lens intentionally and steadily for an extended amount of 
time before receiving heart rate estimates. While these 
systems eliminated the equipment availability challenge, 
none of them attempted to address the human motivation 
challenge involved. In comparison, LPG explore the 
feasibility of extracting heart rates from implicit, 
intermittent lens covering actions during mobile game 
plays, and design engaging mobile games that balance 
measurement speed, accuracy and entertainment value.  

It's also possible to calculate heart rate by recording and 
analyzing thermal changes [10], color changes [27, 28], and 
involuntary motion [1] of human faces in video. However, 
such approaches are more sensitive to environmental 
illumination changes and the component analysis (PCA [1] 
or ICA [27, 28]) techniques used also require users to stay 
still for an extended amount of time (e.g. 60+ second). Still, 
facial video analysis from a mobile device’s front camera 
could be an interesting future direction to explore with 
LivePulse Games.  

Heart Rate in Interactions 
Heart rate has been used by researchers in fitness training, 
balancing exertion [19, 20] in social sports, measuring 
mental workload [29] and stress [32], and developing 
adaptive intelligent tutoring systems (ITS) [15].  

TripleBeat by Oliveira et al. [24] is a mobile fitness training 
application that uses heart rate measured from an ECG 
instrumented chestband to encourage runners to better 
achieve a predefined exercise goal. Nenonen et al. [23] 
allowed users to control parameters of video games (e.g. 
speed, slope of the road) by adjusting their heart rate. 
Mueller et al [19, 20] and Stach et al [31] leveraged the 
heart rate as an input to balance participants' performance in 
jogging to motivate people with lower fitness level to 
"exercise together". Instead of using heart rates as a 
supplemental input channel to control the in-game 
parameters adaptively, LivePulse Games motivate users to 
play games and heart rates are generated as an implicit 
output of game plays.  
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A user’s changing heart rhythms affect not only the heart 
itself but also the brain’s ability to process information and 
manage emotion. Researchers have discovered that both the 
heart rate [37] and heart rate variability (HRV) [32] have 
strong correlations with stress and persistently elevated 
heart rate is a sign of chronic stress [37]. It’s worth noticing 
that both heart rate and HRV can and are regularly used for 
short term stress measurements. In [33], heart rate was a 
more accurate marker of external stress than HRV. Heart 
rate will be confounded by physical activity but the user 
will be aware of whether or not they have been active, and 
elevated HR otherwise is a sign of stress. Rowe [29] 
investigated the use of heart rate signals to assess the 
impact of a monitoring interface on user mental effort. Poh 
et al [27] demonstrated the feasibility of extracting Heart 
rate variability (HRV) from 1 minute of continual color 
facial images 2 . We believe adaptive systems that infer 
cognitive workload [29], attention [15], or emotion [5] from 
heart rates could benefit from LivePulse Games’ pervasive, 
non-invasive real-time heart rate monitoring.  

Serious Games 
Many researchers have explored the use of games as a 
motivation mechanism for performing desirable but 
challenging/tedious activities such as education [34], fitness 
training, behavior change [5], and device calibration [8]. 
LivePulse Games are serious games designed from the 
ground up to balance the speed and accuracy of heart rate 
tracking with fun in game play.   

DESIGNING LIVEPULSE GAMES 
There are two main challenges in designing LivePulse 
Games. The first task is to formulate an algorithm that can 
detect human heart rate reliably and efficiently on 
unmodified mobile phones, even during noisy and sporadic 
activities. This task eliminates the need for specialized heart 
rate monitoring equipment, making it feasible to measure 

                                                           
2 In standardized clinical diagnosis [18], 24-hour is required for 
measuring long-term HRV. Malik et al [18] also suggested 5 min 
for reliable short-term HRV and 1-2 min as the minimal time 
HRV in clinical use.  

heart rate in different contexts. The second task consists of 
designing interactions that integrate the slightly “bizarre” 
requirement in PPG (i.e. covering the camera lens with 
fingertip and holding it steadily) naturally into mobile game 
play. The second task addresses the motivational challenges 
in heart rate monitoring, converting heart rate measurement 
from a dull routine into a fun and engaging activity.  

Camera Based Heart Rate Detection  
LivePulse Games rely on the back camera of mobile phones 
to detect heart rates. The underlining theory is: in every 
cardiac circle, the heart pumps blood to the capillary vessels 
of a human body, including fingertips.  The arrival of fresh 
blood changes the transparency of fingertips. Such 
transparency changes correlate directly with heart rates, and 
can be detected by the built-in camera when the user covers 
the lens of the camera with her finger tip.  

Although camera based heart rate detection algorithms have 
been reported before [2, 26], the previous algorithms were 
not optimized for extracting heart rates from noisy and 
intermittent covering actions and both algorithms require a 
long bootstrap time before generating the first estimate (20 
seconds in [2], 9 seconds in [26]) in clean and continual 
measurements.  For commercial products such as Instant 
Heart Rate [12], and Cardiograph [4], their algorithms were 
never disclosed and neither app could extract heart rates if 
there are finger movements during the measurement3. To 
achieve better robustness and shorter bootstrap time for 
noisy, intermittent signals from implicit user interactions, 
we designed our own algorithm that meets the speed, 
accuracy and robustness requirements of LPG.  

Instead of using component analysis and then transforming 
signals to the frequency domain [1, 27, 28], the LivePulse 
algorithm extracts heart rate information directly from the 
relatively noisy temporal signal. We made this decision for 
                                                           
3 According to the authors’ experiments in July 2014, the minimal 
bootstrap time for the 4.0 version of Instant Heart Rate [12] is 7 
seconds and 15 seconds of uninterrupted holding is required for a 
reliable estimate. The app resets its progress when there is 
significant finger movement during the measurement.  

       

                                             
Figure 2. Major steps of the LivePulse algorithm (a. signal preprocessing; b. locating raw local peaks & valleys; c. locating valid 

peaks & valleys; d. locating raw zero-crossings; e. locating valid zero-crossings; f. calculating heart rate). 
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two reasons: 1) Given the intermittent nature of the 
envisioned usage scenario, we do not assume that 
consistent, uninterrupted signals will arrive for an extended 
amount of time, which is usually necessary for 
transformations such as PCA/ICA; 2) We expect the 
LivePulse algorithm could run efficiently on mobile devices 
in real-time and leave enough CPU power to handle the 
graphics and multimedia effects during game plays.  

In the LivePulse algorithm, the camera is set in preview 
mode, capturing 176x144 pixel color images at a rate of 30 
frames per second (a minimal frame rate of 15 fps is 
required). We disable the automatic focus function and the 
automatic white balance function to avoid interference with 
our algorithm. Optionally, we can turn the built-in flashlight 
on to improve performance in low illumination conditions. 

When a lens covering action is detected (LPG uses the 
Static LensGesture detection algorithm in [40]), the 
LivePulse algorithm extracts heart rates via a 6-step, 
heuristic based process detailed below. 

 
Figure 3. A prototype of LivePulse running on a mobile phone 

with real-time heart-rate signals shown in a PC application.  

Step 1: The LivePulse algorithm first converts each frame 
into one time-stamped heart beat sample point via equal 
distance sampling and the summation of 800 points on the 
Y channel in each frame (Figure 2.a). The signal is flipped 
in y-axis to match waveform output tradition of existing 
PPG techniques [36]. Step 2: The algorithm then detects all 
the local peaks and valleys in the converted temporal 
sequence signal by measuring the local curvature changes 
(Figure 2.b). Step 3: Adjustable threshold based heuristics 
are applied to eliminate small and noisy local 
minima/maxima points (Figure 2.c). Step 4 and 5: Instead 
of estimating heart rates from two adjacent peaks/valleys 
directly, we found that it is more reliable to estimate and 
interpolate the time stamps of zero-crossing points 4 
between peaks and valleys and then derive heart rates from 
the time differences between two adjacent time stamps of 
zero-crossing points (Figure 2.d 2.e). Step 6: To further 
improve the robustness of LivePulse, we save and sort the 
time stamp distances between adjacent zero-crossing points 

                                                           
4 The zero crossing line is dynamic, defined as the line with the 
mean Y values between two adjacent valley and peak (figure 2.d). 
The time stamps of zero crossing points (i.e. z1, z2, z3 in figure 
2.e) are linear interpolated values between two adjacent time 
stamps. 

during the past five seconds. Real time heart rate is reported 
when at least 80% of the time-stamp distances are within a 
given variation range (25%) (Figure 2.f). Since the heuristic 
in step 6 doesn’t rely on hard coded parameters for noise 
filtering, it worked robustly in LivePulse Games involving 
frequent motion gestures. 

LivePulse can extract heart rates from people with different 
skin melanin levels (e.g. white, yellow, black) when the 
flash is on according to our informal tests.   

Figure 3 shows a tool we created for debugging the 
LivePulse algorithm. Finger transparency information are 
collected on mobile phones and streamed to a PC for 
visualization and analysis. After debugging, the actual 
LivePulse Games run solely on mobile devices in real time. 

Intermittent Lens Covering Actions 
The above method requires users to cover the camera lens 
with their fingers for an extended duration. When there are 
breaks in the heart beat input (caused by releasing the finger 
from the camera lens), our algorithm suspends updating 
zero-crossing intervals until a finger covering action is 
detected. The LivePulse algorithm then applies heuristic 
steps 1 - 4 on temporal samples after the new covering 
action, concatenates the first newly detected zero-crossing 
point, and updates the time stamps for all the follow-up 
zero-crossing points by subtracting the time gap lapsed 
between adjacent camera lens covering actions. When 
compared with existing frequency domain techniques [27, 
28], our technique has a short bootstrap latency (mostly 2-3 
seconds), and is capable of extracting heart rates from 
intermittent covering scenarios that existing systems [4, 12] 
couldn’t handle. 

From LivePulse to LivePulse Games 
In order to make the heart rate monitoring task more 
engaging, we have designed games that leverage the 
LivePulse algorithm and integrate heart beat measurement 
implicitly in the game play. 

Two major concerns arise when designing LivePulse 
Games. First, what is the best trade-off in balancing the 
fun/engaging factor and the measurement accuracy during a 
game play? Second, what are the effective techniques to 
integrate lens covering actions required by LivePulse 
naturally into the games? 

We clarify the first concern with a thought experiment. 
According to the working mechanism of LivePulse, the 
algorithm works best when a user covers the camera lens 
completely and steadily all the time. Following this trait, in 
one extreme situation, we could use the camera lens as a 
“power switch”, i.e. the game continues when a user covers 
the camera lens, and pauses when the finger leaves the lens. 
Although heart rates can be measured with minimal 
interruptions, such scenario will lead to bad game playing 
experiences for two reasons: 1) the lens covering action is 
actually isolated from the actual in-game interactions; and 
2) the finger covering action needed becomes an extra 
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burden rather than an entertaining factor. As a result, users 
could feel bored and start to look for equivalent games that 
do not require lens covering.  

In the other extreme situation, if the lens covering action is 
used as a high frequency input channel, e.g. directly 
controlling missile firing in a “shoot-em-up” video game, 
the game play could be engaging and satisfying, but the 
underlying algorithm may have trouble in getting reliable 
readings from extremely brief and unstable finger touches.  

As illustrated by the two extreme situations, there exists a 
performance/reliability vs. fun trade-off highlighted in 
designing LPG. We keep this trade-off in mind and we also 
run controlled experiments to quantify the trade-offs by 
manipulating the intensity of games in our user study.  

In addition to the brute-force “power switch” metaphor, the 
lens covering gesture can serve as a “trigger” to activate an 
in-game event. In this scenario the camera lens is no 
different5 from a push button mounted on the back of the 
mobile phone. In this mode, the timing and frequency of 
covering are used in game control. The lens covering 
gesture can also be used as a “clutch” or a gas pedal. In this 
paradigm, covering the lens steadily will switch certain in-
game object into a different mode (e.g. charging, 
accelerating etc). In the “clutch” mode, players use the 
timing and duration of covering as the primary control 
mechanism. With these observations in mind, we explore 
the design space of using lens covering actions by 
integrating diversified lens control mechanisms in different 
LivePulse Games.  

 
Figure 4. Screenshots of the three games: City Defender (left), 

Gold Miner (middle), and Bug Defender (right). 

There are two supplementary benefits for integrating the 
unique affordance of users’ lens covering gestures in game 
play. First, this approach could free a user's index finger in 
the hand holding the phone for game play. This index finger 
stays idle during most interactions. Second, the edge and 
bezel of cameras are usually made of different materials 
and on different surface levels, which could provide natural 
tactile feedback for direct touch operations on the lens.   

When designing LPG, we also explore different 
combinations of input modalities (touch screen, 

                                                           
5 Despite the 33 ms latency caused by the camera frame rate and 
the 2.7 ms latency for detecting a lens covering action [40]. 

accelerometer), and interaction types (one-hand, two-hand) 
in game design. These intentional design space variations 
allow us to explore the impact of lens covering frequency to 
heart rate measurement accuracy, as well as the impact of 
device motion in game play (e.g. wrist rotation, screen 
tapping) to heart rate measurements. 

Through three rounds of iterative design, we created three 
LivePulse Games: City Defender, Gold Miner, and Bug 
Defender (figure 4) to test pervasive, non-invasive heart 
rate monitoring on mobile phones.  

City Defender 
The City Defender game (figure 4, left) allows users to 
protect a city by controlling a powerful, but slow anti-
aircraft artillery.  Users tap on the screen to fire bullets from 
artillery, move the artillery and collect rescue packages. 
Each user action costs a certain amount of energy and users 
lose the ability to fire or move when the energy bar is 
empty. Users can cover and hold the lens to recharge the 
energy bar gradually. However, the antiaircraft artillery 
cannot be moved or fired when the energy bar is charging. 
Destroying all the enemy fighters clears a stage and being 
hit by five bombs loses the game. 

In order to get high scores in City Defender, users need to 
make strategic plans on the timing and frequency of four 
mutually exclusive activities (i.e. firing, charging, 
collecting rescue packages, and dodging enemy attacks) and 
execute them properly. For example, collecting a rescue 
package may not be the right choice if such action moves 
the artillery to a disadvantaged position.  

 

       
Figure 5. Play workflows for CityDefender (top) and Gold 

Miner (bottom). 

City Defender requires users to perform coordinated actions 
with both hands.  The charging action is completed by the 
user’s index finger on the hand holding the phone, and the 
firing/moving actions are completed on the touch screen by 
the other hand. Figure 5 (top) shows the play workflow of 
City Defender. 

Gold Miner 
Gold Miner (Figure 4, middle) is similar to the classic 
snake game on Nokia phones with unique tweaks. In this 
game, users control an explorer to collect randomly placed 
coins in the scene. Users tilt the phone in different 
directions (i.e. left, right, up, and down) to move the 
explorer. The explorer cannot hit bushes (staying still) or 
enemy worms (chasing the explorer when the exploring is 
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moving) during movements. Worms start chasing the 
explorer only when the explorer is moving. The camera lens 
is used as a clutch to initiate motion gestures for controlling 
the explorer in Gold Miner. Releasing the finger from the 
camera lens will stop both the explorer and the chasing 
worm. 

To become a successful player of Gold Miner, users need to 
1) decide wisely on when to move and when to stop 
(associated with using the lens covering action as a clutch); 
2) planning long and feasible moving trajectories and move 
in-game explorer timely via phone tilting. Figure 5 (bottom) 
shows the play workflow of Gold Miner.  

Bug Defender 
Bug Defender (Figure 4, right) is a farming game where 
users aim to kill worms in their farms. Users cover the 
camera lens to charge a water gun and tap on the screen fire 
the water gun and shot at the location tapped. Worms can 
only be killed when the worm color matches the 
corresponding screen orientation, i.e. when red worms 
appear, users need to put the mobile phone in landscape 
mode and shoot; when blue worms appear, users need to 
put the mobile phone to portrait mode. 

Implementation 
LivePulse Games were written in Java running on the 
Android 4.0 operating system. We used the AndEngine 
(http://www.andengine.org/) for OpenGL ES encapsulation 
and game scene management. Excluding third party 
libraries, the three LivePulse Games have a total of 10,398 
lines of code in Java. Our games have been tested on 
Google Nexus S, Galaxy Nexus, and Nexus 4 smart phones. 

Iterative Design Process 
LivePulse Games went through three rounds of iterative 
design. Major design changes were made based on users’ 
comments and feedback in two pilot studies (six subjects 
and four subjects respectively). LPG were able to extract 
heart rate information from all the game play sessions, the 
mean error rate (MER) in the pilot study sessions were 
satisfactory (< 7%). 

In addition to bug fixes, and adding additional in-game 
feedback (e.g. the low energy alarm, lens covering state), 
major usability issues identified and addressed through pilot 
studies include:  

Engaging both causal users and “hard-core” players. Pilot 
study users have highly diversified experiences in mobile 
game play.  While it could take a non-gamer a couple of 
minutes and a few rounds of trial-and-error to learn to 
survive in LPG, some “hard-core” players had already felt 
“not challenging enough” within the same amount of time. 
To address this issue, we revised LPG to provide multiple 
levels of intensity under the same play workflow by varying 
the frequency, number, appearance pattern of enemies (e.g. 
enemy fighters, coins, and bugs) on screen. We also added 
the Producer-Consumer pattern [3] to the play flow of each 
game to increase the diversity of game play and give “hard-
core” players opportunities to devise and execute wise 

strategic plans to unlock higher score and achievements in 
the game.  

Avoiding modality overloading. For example, the initial 
design of Bug Defender requires input from three different 
modalities, i.e. screen tapping, lens covering, and screen 
orientation change.  While participants found the idea of 
multiple input modalities exciting, pilot study results 
showed that it was also challenging to coordinate three 
modalities accurately in parallel at the learning stage, even 
for “hard-core” players. As a result, when adopting multiple 
input modalities as an engaging factor, we enforce the rule 
of “no more than two parallel modalities” in initial levels 
for all the updated LPG.  

USER STUDY 
Although we have confirmed the feasibility of LivePulse 
Games in the two pilot studies, a formal user study was 
necessary to understand the capabilities and limitations of 
LPG as a new mechanism for implicit heart rate 
measurement. We had three goals for the study.  One was to 
quantify the accuracy of LPG and observe the impact of 
LPG play on heart rate (i.e. will playing LPG confound a 
user’s resting heart rate?); The second goal was to 
quantitatively investigate the trade-offs between game 
playing intensity, entertainment and the accuracy of heart 
rate monitoring. Lastly, we were interested in collecting 
subjective feedback and observing how users play LPG. 

Experimental Design 
The study consisted of four parts: 

Overview. We first gave participants a brief introduction to 
LivePulse Games and then collected background 
information of participants. We demonstrated City 
Defender and Gold Miner to the participants and explained 
the working mechanisms behind these games.  

Measuring Heart Rate Accuracy. We measured 
participants’ heart rates in both resting condition and two 
gaming settings. In the resting condition, we used a 
standalone LivePulse application running on a mobile 
phone (Figure 3) and a pulse oximeter. We let participants 
sit comfortably in a chair, holding the mobile phone with 
their left hands, and using the index finger of the left hand 
to cover the camera lens. We instructed participants to 
apply comfortable pressure when covering the lens. We 
attached the pulse oximeter on the index fingers of the 
participants’ right hands. The measurement setting of Gold 
Miner was the same as the resting condition, because Gold 
Miner supports one handed game play. Since City Defender 
requires both hands, we attached the pulse oximeter to the 
ring finger of the right hand.  

Playing Games at Different Intensity Levels. Participants 
played the City Defender game and the Gold Miner game 
with three different intensity levels (i.e. 2 games*3 intensity 
levels = 6 conditions). Different intensities were achieved 
by manipulating the quantity and appearance frequency of 
in-game enemies. Participants spent roughly two minutes in 

Health Sensors & Monitoring CHI 2015, Crossings, Seoul, Korea

852



e
c
th
c

Q
c
a
l
L

P
1
p
u

O
N
d
r
a
a
i
C

E
L
s

A
O
o
in

T
a
th
o
o
r

each condition
conditions, but 
he game in ea

counterbalance

Qualitative F
collected after 
asked participa
evels, and de

LivePulse Gam

Participants an
12 participants 
participated in
undergraduate o

Figure 6. 14
Liv

Our experimen
Nexus Smartph
display, 1.2 G
running Androi
a LED flash. W
a USB interfac
s an FDA appr

CMS 50D for p

EVALUATION 
LPG were able
successfully fro

Accuracy 
Overall, raw h
oximeter were
nterval and the

To compare th
aligned and re-
he oximeter to

oximeter as the
of LivePulse w
resting conditio

Figure 7. Hea

. Participants 
they were not

ach condition. 
ed.  

Feedback. Cl
participants c

ants to comme
escribe their 

mes.  

nd Apparatus 
(3 female) be

n our study. 
or graduate stu

4 seconds of sam
vePulse (red) an

nts were com
hone with a 4

GHZ dual core
id 4.1. It has a 

We also used a 
ce to measure h
roved, medical
pulse ratio is  +

RESULTS 
e to extract all 
om all the sessi

heart beat sign
e highly con
e actual wave s

he accuracy of
-sampled read

o 20 HZ. When
e gold standard

was 3.9% ( -7 ~
on, 4.6% (-8 ~

art rates (bpm) 

took breaks b
t allowed to pa

The order of

losing questi
completed all 
ent on each g
general feelin

etween 19 and 
All the pa

udents in a loca

mple heart beat
nd oximeter (bl

mpleted on a 
4.65 inch, 720
e ARM Corte
5 mega-pixel b
CMS 50D puls
heart rate. This
l grade device. 
+/-2BPM.  

the 12 particip
ions. 

nals from Liv
nsistent in bo
shape (Figure 6

f LivePulse qu
ings from both

n treating the re
d, the Mean Er
~ +5 bpm, Figu
~ +11 bpm, Fi

of 12 subjects (
LivePuls

etween differe
ause or exit fro
f conditions w

ionnaires we
tasks. We al

game’s difficul
ng towards th

27 years of a
articipants we
al university. 

t signals from 
lue). 

Google Galax
0 x 1280 pixe
ex-a9 processo
back camera an
se oximeter wi
s pulse oximet
The accuracy 

pants’ heart rat

vePulse and th
oth beat-to-be
6). 

uantitatively, w
h LivePulse an
eadings from th
rror Rate (MER
ure 7, left) in th
igure 7, middl

(left:resting mod
se, LivePulse G

 

ent 
om 

was 

ere 
lso 
lty 
he 

ge 
ere 

 

xy 
els 
or, 
nd 
ith 
ter 
of 

tes 

he 
eat 

we 
nd 
he 
R) 
he 
le) 

when p
7, righ
results 
from L
signific
conditi
Oxime
Oxime
also c
coeffic
betwee
= 15.5,

Consid
+/- 2%
actual 

Despit
differe
bpm w
We at
positio
change
Miner 
game 
applyin
in situ
respon

Parado
heart r
session
rates v
this ob
LPG a
possibl
when p
of time
predict
intensi
these k

City De
Figure 
when p
finger 
any no
row sh

 

de, middle: play
Games (red) and

playing City D
ht) when playi

showed that 
LivePulse and
cant in all the 
ion vs. Oxim
eter vs. City D
eter vs. Gold M
computed a 
cient and there
en readings fro
, p < 10-7. 

dering that the 
%, the accuracie

game settings 

e the relative
ence could be u
when playing G
ttribute these 

on/posture cha
es. We suspect

was caused b
plays. These
ng a low pass 
uations where

nsiveness.  

oxically, we d
rates between t
ns. Among all 
varied similarly
bservation was 
and the relati
le that the user
playing more in
e. One piece o
t the resting h
ive game play 
kinds of differe

efender 
8 shows a ty

playing City D
transparency r

oise filtering or
hows correspon

ying City Defen
d Oximeter (blu

Defender, and 5
ing Gold Min
the difference

d the oximete
three conditio

meter( F1, 11 =
Defender ( F1, 1
Miner ( F1, 11 = 

Pearson prod
e was a signifi
om LivePulse a

CMS 50D oxi
es of LPG in b
are satisfactory

ely low MER
up to 7 bpm in 
Gold Miner and

outliers to n
anges and b
t the higher ma
by the extensi
outliers can b
filtering algori

e accuracy is

didn’t observe
the idle mode a
three conditio

y from 56 bpm
caused by the 
vely brief ga
rs' heart rates m
ntensive games
of interesting f
heart rate from

sessions via m
ences occur.  

ypical 2-minut
Defender. The 
readings after s
r interpolation 
nding heart rat

nder, right: play
ue). 

5.0% (-14 ~ + 
er. Analysis o
es in heart rat
er were not s
ons: LivePulse

= 1.64, p = 0
1 = 0.83, p = 
0.23, p = 0.82,

duct-moment 
icant positive 
and oximeter, 

imeter has an a
oth resting con
y.   

R, the maxima
the resting con

d 14 bpm in G
noise caused 
background il
aximal error ra
ive wrist mov

be further elim
ithm or heurist
s more impo

e a major diff
and two active 
ons tested, subj
m to 97 bpm. W

"casual" style
me play sess
may change si
s for an extend
future work w

m heart rate m
machine learn

te game playin
top row show

scaling (withou
algorithms). T

te estimates. T

ying Gold Mine

11, Figure 
of variance 
te readings 
statistically 
e in resting 
0.13, n.s.), 
0.40, n.s.), 
, n.s.).  We 
correlation 
correlation 
r = 0.98, t 

accuracy of 
ndition and 

al absolute 
ndition, 11 

Gold Miner. 
by finger 

lumination 
ate in Gold 
vements in 
minated by 
tics [1, 28] 

ortant than 

fference in 
game play 

jects’ heart 
We believe 
e of current 
ions. It is 
gnificantly 

ded amount 
would be to 
measured in 

ing should 

ng session 
ws the raw 
ut applying 
The second 
The follow-

 
er) from 

Health Sensors & Monitoring CHI 2015, Crossings, Seoul, Korea

853



 

up rows show the covering states of the lens, major user 
input, and the major events in the game respectively. As 
illustrated in Figure 8, finger transparency readings showed 
up immediately after each lens covering action. The first 
valid heart rate estimation appeared roughly 20 seconds 
after the game began. Interestingly, the first one or two raw 
finger transparency readings (i.e. within 30-60ms) after a 
lens covering action were usually noisy. The LPG MER can 
be further reduced by 1% by simply removing the first 
transparency reading associated with each lens covering 
action. 

 
Figure 8. A 2-minute session in City Defender. 

In City Defender, with the increase of the in-game intensity, 
the ratios of valid lens covering sessions6 and valid lens 
covering durations7 decreased consistently (figure 9). The 
increase of in-game difficulty level led to more frequent 
switches between lens covering/uncovering actions, as a 
result, the quality of finger transparency signal drops. In 
general, around 28% - 37% of lens covering time, or 33% - 
43% of the lens covering sessions could generate valid 
heart rate estimations.  

 
Figure 9. Heart rate estimation quality by difficulty levels in 

City Defender. 

Figure 10 shows the histogram of the covering time needed 
to generate valid heart rate estimates. In most sessions, LPG 
generated effective heart rate estimates 2 to 4 seconds after 

                                                           
6 Defined as the number of covering sessions that generated heart 
rate estimates divided by total number of lens covering sessions. 
7 Defined as the total duration of covering sessions that generated 
heart rate estimates divided by the total duration of lens being 
covered by finger. 

covering the lens. Lens covering actions shorter than 2 
seconds were less likely to generate valid heart rate 
estimates. As a result, when designing a new LivePulse 
Game, it is imperative to design the game dynamics in a 
way that a major portion of the in-game lens covering 
actions are longer than 2 seconds. This empirical parameter 
also provides an upper bound of game intensity for the 
current LPG algorithm.  

 
Figure 10. Histogram of time needed to generate the first heart 

rate estimation in City Defender. 

Gold Miner 
In Gold Miner, the lens covering action was used as a 
clutch rather than a trigger. As a result, the lens covering 
sessions in Gold Miner were fewer but had much longer 
durations than those in City Defender.  

 
Figure 11: Heart rate estimation quality by difficulty levels in 

Gold Miner. 

Figure 11 shows the impact of game intensity on numbers 
of rotational gestures detected, and the quality (i.e. number 
of valid estimates per minute) of heart estimates. Thanks to 
the strategic planning mechanism in Gold Miner, more 
intensive levels did not necessarily lead to more frequent 
rotational gestures and reduced heart rate quality. Although 
changing intensity level from easy to medium led to more 
rotational gestures, the number rotational gestures dropped 
when the intensity level changed from medium to hard. 
This is because participants started to change game playing 
strategy when the game intensity reached a certain level. 
Instead of simply moving the in-game character more 
frequently, participants started to devise a strategy with less 
frequent movement but better timing and planning.  

DISCUSSIONS 
The participants reported highly favorable experiences with 
LPG. When asked how satisfied with the games overall, the 
average rating was 4.25 (σ = 0.60) using a five-point Likert 
scale (5 = strongly favorable, 3 = neutral, 1 = strongly 
negative). Participants gave an average rating of 4.17 (σ = 
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0.80) on the “fun” factor. The average rating was 4.67 (σ = 
0.47) on ease of learning.  

Sample comments from users include: 

‘I can get my heart rate after a relaxing game, which is 
better than barely using the mobile app.’ 

‘I play games frequently and could easily fit a ‘healthy’ 
game in. Using an app feels like work’. 

‘If I do nothing but to wait for a long time, it’s boring. But 
playing game is interesting.’ 

‘I like City Defender. Because ‘war game’ is more 
attractive for me. And the difficulty of the game is 
reasonable, not trivial, but not extremely hard to make me 
frustrated.’ 

A few participants commented that the camera lens became 
a little bit hot after extended game play. This temperature 
increase was actually caused by heat generated by the LED 
flash of Google Galaxy Nexus. Interestingly, the flash in 
Google Nexus S did not have this heating problem. We 
recommend device manufacturers take the heat emitting 
ratio into account when choosing LED flash components. 
Turing on the LED Flash can improve the finger 
transparency readings in dark environments, but it is not 
required in indoor conditions with sufficient illumination. 
One user suggested the idea of changing the bezel of back 
camera to improve tactile feedback in game play - “It is 
better to have a stopper like there are two stoppers on F 
and J on Query keyboard”.  

Although not directly used in the actual game play, 
participants strongly preferred LPG designs with a small 
preview window of the back camera. Participants reported 
that the preview window improved the positioning of 
fingers on the camera lens when they were concentrating on 
the game screen. Interestingly, participants believed that the 
preview window improved their perceived fluency and 
responsiveness of game play.   

Both non-gamers and frequent mobile game players 
appreciated the fun factors and the depth of LPG. In 
addition to the design of game workflows, fun factors also 
came from the alternation of input modalities (touch, lens-
covering, motion sensing, and orientation matching) as well 
as the diversity of control paradigms (trigger vs. clutch). 
The effective mapping of input modalities and control 
paradigms to in-game challenges is a rich design space for 
creating engaging games. While increasing the quantity and 
frequency of enemies was an easy choice for improving the 
intensity and depth of game play, this approach had 
limitations on human motor control skills and can also have 
a negative impact on the quality of heart rate tracking. As 
demonstrated in the user study, it's important to design LPG 
such that proficient gamer can discover and leverage 
winning strategies that rely on better timing and better 
strategic planning rather than solely on higher response 
frequency. We hope the depth of LPG perceived by 

participants could translate to sustained motivation in a 
longitudinal setting.  

Based on both quantitative analysis of game playing logs 
and qualitative feedback collected from the iterative design 
process and the formal user study, we’d like to recommend 
the following preliminary design suggestions for 
researchers and practitioners to who are interested in 
designing similar LPG. 

• Accuracy Guarantee. It’s imperative to design the 
game playing logic such that there are sufficient lens 
covering sessions longer than 2 seconds, ideally 4 
seconds. 

• Satisfactory Intensity. Enabling 10 - 15 lens covering 
actions per minute is a good balance between accuracy 
and intensity. 

• Alternative Strategy for Hardcore Players. To achieve 
a good balance between accuracy and fun in high 
intensity levels, it's important to design LPG such that 
proficient gamer can discover and leverage winning 
strategies that rely on better timing and long-term 
planning rather than higher response frequency. 

CONCLUSION AND FUTURE WORK 
We presented LivePulse Games (LPG), a novel technique 
to measure users’ heart rates in real time through serious 
games on unmodified mobile phones. Major contributions 
of this paper include: 1) We demonstrated the feasibility of 
real-time, non-invasive heart rate monitoring during mobile 
game play; 2) Through a 12-subject user study, we 
quantified the accuracy of LivePulse in both resting 
condition and game playing sessions; 3) We studied the 
impact of game intensity on LPG based heart rate 
monitoring; 4) We explored the design space and trade-offs 
of LPG through iterative design.  

Our current research has only scratched the surface of 
LivePulse based heart rate measurement on mobile devices. 
For example, better algorithms, such as unsupervised 
Hidden Markov Models [9], can be designed to improve the 
signal utilization ratio. Output from built-in motion sensors 
can be leveraged as indicators to signal quality or even 
compensate noise caused by motions [14].  

LPG are not intended for uninterrupted full day heart rate 
tracking for clinical use. Nevertheless, LPG can still open 
exciting opportunities on collecting, interpreting and using 
physiological signals. For example, physical exertion games 
by Mueller et al [19, 20] can be recreated as a software only 
solution after certain design changes (e.g. using the “clutch 
metaphor” for a walkie-talkie style speech interface, 
touching the camera lens of the phone mounted on the arm 
or belt to issue voice commands, or talk with other players). 

According to a survey by comScore in 2013, 39% of time 
spent on smartphones was devoted to gaming [17]. Given 
the preference and popularity of mobile gaming, LPG have 
the potential to lower the tracking burden of the “quantified 
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self” movement [11], where participants track physiological 
signals longitudinally, for both wellness improvement and 
self reflection. The pervasive monitoring of personal 
physiological signals in non-game settings, e.g. when using 
LensGesture apps [40], via technologies invented in LPG, 
can also provide interesting research opportunities for 
healthcare, personal well-being [5], and adaptive learning 
[15] in the future. 

LivePulseGames are open source software released under 
BSD license. The current implementation can be 
downloaded from http://mips.lrdc.pitt.edu/livepulsegames. 
We hope LPG can inspire research prototypes and 
commercial products that change how people collect, 
understand, and consume physiological signals. 

ACKNOWLEDGEMENTS 
We thank Nan Cao, Andrew Head, Jennifer Mankoff, John 
Wenskovitch and the anonymous reviewers for the help and  
constructive feedback. 

REFERENCES 
1. Balakrishnan, G, Durand, F., et al, Detecting Pulse from Head Motions 

in Video, In Proc. IEEE CVPR 2013. 

2. Banitsas K., Pelegris P. et al, A Simple Algorithm to Monitor HR for 
Real Time Treatment Applications, In Proc.  ITAB 2009.  

3. Bjork, S., Patterns in Game Design, Charles River Media, 1st ed, 
2004. 

4. Cardiograph for iOS, 
https://itunes.apple.com/us/app/cardiograph/id441079429?ls=1&mt=8 

5. Carrol, E., Czerwinski, M., Roseway, A., Kapoor, A., d Schraefel, 
m.c., Food and Mood: An Exploration in Emotional Eating 
Intervention, In Proc. ACII 2013. 

6. Cook, S., Togni, M., et al,  High heart rate: a cardiovascular risk 
factor?,  European Heart Journal, vol. 27(20), 2006. 

7. Cooper, K., Pollock, M., et al, Physical Fitness Levels vs Selected 
Coronary Risk Factors A Cross-Sectional Study,  The Journal of the 
American Medical Association  (JAMA), vol. 236, No. 2, July, 1976. 

8. Flatla, D., Gutwin, C., et al, Calibration Games: Making Calibration 
Tasks Enjoyable by Adding Motivating Game Elements, In Proc. 
UIST 2011. 

9. Fridly, J., Snijders, M., et al.,  Hidden Markov models approach to the 
analysis of array CGH data, Journal of Multivariate Analysis, Vol 
90(1), July 2004. 

10. Garbey, M., Sun, N., et al, Contact-free Measurement of Cardiac Pulse 
Based on the Analysis of Thermal Imagery, IEEE Trans. Biomedical 
Engineering 54(8), pp 1418–1426 2007. 

11. Hay, T., The Rise of the ‘Quantified Self’ in Health Care, In Wall 
Street Journal, Aug 13, 2013. 

12. Instant Heart Rate for iOS, https://itunes.apple.com/app/instant-heart-
rate-measure/id395042892?mt=8 

13. Jensen, M., Suadicani, P. et al, Elevated Resting Heart Rate, Physical 
Fitness and All-Cause Mortality: a 16-year Follow-up in The 
Copenhagen Male Study,  Heart Vol. 99, 2013. 

14. Joshi, N., Kang, S.B., et al, Image Deblurring using Inertial 
Measurement Sensors, In Proc SIGGRAPH 2010. 

15. Jraidi, I., Chaouachi, M., Frasson, C., A Dynamic Multimodal 
Approach for Assessing Learners' Interaction Experience, In Proc. 
ACM ICMI 2013. 

16. Kristal-Boneh, E., Raifel, M., et al, Heart rate variability in health and 
disease, Scand J Work Environ Health. 1995 Apr;21(2):85-95. 

17. Lipsman, A., Aquino, C., 2013 Mobile Future in Focus, comScore 
whitepaper, released on February 22, 2013.  

18. Malik, M., et al, Heart rate variability: standards of measurement, 
physiological interpretation, and clinical use, Circulation 93:1043–
1065,1996 

19. Mueller, F., Vetere, F., et al, Jogging Over a Distance Between Europe 
and Australia, In Proc. UIST 2010. 

20. Mueller, F., Vetere, F., et al, Balancing Exertion Experiences, In Proc. 
CHI 2012.  

21. Nacke, L., Kalyn, M., Biofeedback Game Design: Using Direct and 
Indirect Physiological Control to Enhance Game Interaction, In Proc. 
CHI 2011. 

22. Naima, R., and Canny, J. The Berkeley Tricorder: Ambulatory Health 
Monitoring, 2009 Sixth International Workshop on Wearable and 
Implantable Body Sensor Networks, 53-58. 

23. Nenonen, V., Lindblad, A., Using Heart Rate to Control an Interactive 
Game, In Proc. CHI 2007.  

24. Oliveira, R., Oliver, N., TripleBeat: Enhancing Exercise Performance 
with Persuasion, In Proc. MobileHCI 2009. 

25. Pantelopoulos, A., Bourbakis, N., A Survey on Wearable Biosensor 
Systems for Health Monitoring, In Proc. IEEE EMBS 2008. 

26. Pelegris, P., Banitsas, K., et al, A Novel Method to Detect Heart Beat 
Rate Using a Mobile Phone, In Proc. IEEE EMBS 2010. 

27. Poh, M., McDuff, D., Picard, R., Advancements in non-contact, 
multiparameter physiological measurements using a webcam, In IEEE 
Trans Biomed Eng, vol. 58(1), 2011. 

28. Poh, M., McDuff, D., Picard, R., Noncontact, Automated Cardiac 
Pulse Measurements Using Video Imaging and Blind Source 
Separation, Optics Express 18 (2010): 10762.  

29. Rowe, D.R., Sibert, J., and Irwin, D. Heart Rate Variability: Indicator 
of User State as an Aid to Human-Computer Interaction. In Proc. CHI 
1998. 

30. Scruggs, P., Beveridge, S., Watson, D., Increasing Children's School 
Time Physical Activity Using Structured Fitness Breaks. Pediatric 
Exercise Science, 15(2), 2003. 

31. Stach, T., Graham, T.C., et al, Heart Rate Control of Exercise Video 
Games, In Proc. Graphics Interface 2009.  

32. Singh, D., Saini, B.S. Heart Rate Variability-A Bibliographical 
Survey, IETE Journal of research on Biomedical Signal and Image 
Processing, vol. 54, no. 3, pp. 209-216, 2008. 

33. Sun, D., Canny, J., Paredes, P., MouStress: Detecting Stress from 
Mouse Motion, In Proc. CHI 2014. 

34. Tian, F., Lv, F., et al, Let's Play Chinese Characters: Mobile Learning 
Approaches via Culturally Inspired Group Games, In Proc. of CHI 
2010. 

35. Walker, W., Aroul, P., et al, Mobile Health Monitoring Systems, In 
Proc. IEEE EMBS 2009. 

36. Weinman J, Hayat A, Raviv G: Reflection photoplethysmography of 
arterial-blood volume pulses. In Med Biol Eng Comput 1977; 

37. Vrijkotte, T., et al, Effects of Work Stress on Ambulatory Blood 
Pressure, Heart Rate, and Heart Rate Variability, Hypertension: J. of 
Ameri. Heart Assoc Vol. 35, 2000 

38. Yar, T., Resting Heart Rate and its Relationship with General and 
Abdominal Obesity in Young Male Saudi University Students, Pak J 
Physiol vol. 6(1), 2010. 

39. Yun, C., Shastri, D., et al, O' game, Can You Feel My Frustration?: 
Improving User's Gaming Experience via Stresscam, In Proc. CHI 
2009. 

40. Xiao, X., Han, T., Wang, J., LensGesture: Augmenting Mobile 
Interactions with Back-of-Device Finger Gestures, In Proc. ACM 
ICMI 2013. 

Health Sensors & Monitoring CHI 2015, Crossings, Seoul, Korea

856



<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /CMYK
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams false
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments true
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile ()
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000410064006f006200650020005000440046002065876863900275284e8e9ad88d2891cf76845370524d53705237300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef69069752865bc9ad854c18cea76845370524d5370523786557406300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /DAN <>
    /DEU <>
    /ESP <>
    /FRA <>
    /ITA <>
    /JPN <FEFF9ad854c18cea306a30d730ea30d730ec30b951fa529b7528002000410064006f0062006500200050004400460020658766f8306e4f5c6210306b4f7f75283057307e305930023053306e8a2d5b9a30674f5c62103055308c305f0020005000440046002030d530a130a430eb306f3001004100630072006f0062006100740020304a30883073002000410064006f00620065002000520065006100640065007200200035002e003000204ee5964d3067958b304f30533068304c3067304d307e305930023053306e8a2d5b9a306b306f30d530a930f330c8306e57cb30818fbc307f304c5fc59808306730593002>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020ace0d488c9c80020c2dcd5d80020c778c1c4c5d00020ac00c7a50020c801d569d55c002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken die zijn geoptimaliseerd voor prepress-afdrukken van hoge kwaliteit. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /PTB <>
    /SUO <>
    /SVE <>
    /ENU (Use these settings to create Adobe PDF documents best suited for high-quality prepress printing.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /ConvertColors /ConvertToCMYK
      /DestinationProfileName ()
      /DestinationProfileSelector /DocumentCMYK
      /Downsample16BitImages true
      /FlattenerPreset <<
        /PresetSelector /MediumResolution
      >>
      /FormElements false
      /GenerateStructure false
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles false
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /DocumentCMYK
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /UseDocumentProfile
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [612.000 792.000]
>> setpagedevice




